Statistical design of ELISA protocols.
This paper shows how to obtain accuracy and efficiency in an ELISA analysis by allocating the wells on a 96-well microplate between calibration and determination of unknowns, and by choosing the known concentrations for calibration. The method also can determine how much is lost in precision by using a convenient but non-optimal protocol.